Use of a rate-limited ultrafiltration circuit with centrifugal ventricular assist.
Renal insufficiency and pulmonary edema are frequently observed in patients who require centrifugal ventricular assist for postcardiotomy ventricular failure. We describe a technique of using a rate-limited ultrafiltration device in parallel with the assist device circuit to remove excess intravascular volume.